Objective: To compare Doppler echocardiography imaging with pulmonary artery thermodilution measurement during mechanical ventilation.
strategy. The combination of flow-limiting abdominal aorta and increasing pressure in the chest created a hemodynamic model of the increase afterload of the both heart ventricles.
The internal jugular vein was cannulated for central venous access using the Seldinger percutaneous technique and a Swan-Ganz thermodilution pulmonary catheter was introduced.
The femoral artery was used for direct arterial blood pressure monitoring via the arterial catheter. The animals were examined by echocardiography to acquire data for Tei-indexes calculations, invasively monitored hemodynamic data were recorded, and thermodilution technique was used to parallel measure cardiac output via pulmonary artery catheter.
General anesthesia and ventilator support
Premedication was given by intramuscular administration of atropine 0.07 mg/kg and azaperone 5.0 mg/kg. General anaesthesia was induced by intravenous administration of thiopental 10 mg/kg and all animals were orotracheally intubated. Combined general anesthesia was maintained by intravenous ketamine 1.5-3.0 mg/kg or fentanyl 0.5-1.0 microg/kg with azaperone 3.0-4.0 mg/kg and peripheral muscle paralysis by pancuronium 0.1-0.2 mg/kg (Jacson et al. 2007) .
Animals in Group A were breathing spontaneously with continuous positive airway pressure support at 2 cmH 2 O and FiO 2 0.21. Animals in Groups B, C, and D were mechanically ventilated using a servo-ventilator (Siemens Elema900C, Germany) in pressure controlled mode with the following settings: P insp 15 cmH 2 0, rate 24 breath/min, PEEP 6 cmH 2 O, I:E 0.7, FiO 2 0.21 in Groups B, C. Group D settings were P insp 30 cmH 2 0, rate 30 breath/min., PEEP 0 cmH 2 O, I:E 1.0, FiO 2 0.21.
Study Protocol
Experimental work in all piglets utilised tracheal intubation and establishing invasive entry under general anaesthesia. Following a sixty minute recovery period the first measurement reading was taken and echocardiographic imaging performed (time-1). After a further sixty minutes, all measurements were repeated (time-2).
Echocardiographic assessment and Tei indexes calculations
A transthoracic echocardiogram was performed using 3.5-5.0 MHz probe (Sonoline Siem, Siemens; Germany). A two-dimensional echocardiogram and pulse wave Doppler were used in apical four-chamber view to acquire data from blood flow through atrioventricular and in a left parasternal view of the semilunar valves, respectively. Care was taken to align the transducer beam as closely as possible to the blood flow axis. Doppler signals for the left and right ventricular valves were not acquired simultaneously. No angle correction was made.
Doppler and ECG tracings were recorded and stored digitally.
The blood flow time intervals were measured by taking the three most distinct Doppler trace in a frozen template. The time interval from the cessation to the onset of mitral or tricuspid inflow (AVCO) was measured. This interval is equal to the sum of isovolumic contraction time, ejection time, and isovolumic relaxation time. Left and right ventricular ejection time (ET) was measured in the ascending aorta or main pulmonary artery just above the corresponding valve. Myocardial performance index was then calculated using formula (AVCO -ET) / ET selectively for the right (RIMP) and left (LIMP) heart ventricle (LaCorte et al. 2003 , Eidem et al. 1998 Thus the calculated value was divided by the current value of the R-R interval of simultaneously recorded electrocardiogram to exclude the impact of variations in heart rate on the measurement result. This method was used to calculate the myocardial performance index for each of the three measurements. The average value of these three indices was stored in a database. This data was used for statistical processing.
Measurement of cardiac output and haemodynamic data acquisition
Cardiac output was measured by intermittent pulmonary artery thermodilution. Under ultrasound guidance a Swan-Ganz thermodilution catheter was positioned in the pulmonary artery. The average temperature of 38.5ºC measured in the pulmonary artery allowed for adequate thermal difference with the test solution (0.9M sodium chloride at 21ºC). Standard technique was used to assess cardiac output by rapid injection of test solution into proximal port of pulmonary artery catheter and subsequent temperature monitoring at the catheter tip (Takano et al. 1997) . Moreover, no fluid replacement bolus or any other therapeutic intervention was performed at the time of all data acquisition.
The following haemodynamic data were acquired, calculated and recorded: heart rate, mean 
Statistical analysis
Parametric data were expressed as mean, standard deviation (SD) and 95% confidence interval (95%CI). Pearson's analysis and polynominal regression was used to compare the data obtained. Collinearity between variables was tested prior to modelling by computing the correlation of estimates, with a R 2 > 0.5 considered to be significant. For qualitative analysis of accuracy of the variables reference interval dispersion, the linearity, reproducibility agreement were used (Bland et al. 1986) . P values <0.05 were considered statistically significant. All data were analyzed using statistical software (Analyze-it211 Software Ltd.).
Results
A total of 224 parallels data sets including data on myocardial performance indexes, haemodynamics and cardiac output measurements were acquired. Echocardiographic measurements of myocardial performance indices (IMP; n= 224) showed excellent reproducibility (p<0.01) and acceptable diversity (p= 0.097). The files of all data and differences in quality between the groups were not statistically significant.
Differences between the values of data obtained in the time-1, time-2 of study in groups were not statistically significant. A summary of all data values obtained in the groups and the differences between Groups B, C, D and control Group A are listed in Table 1 .
In all ventilated (Groups B, C and D) RIMP, LIMP, CVP and PAoP were higher compared with spontaneously breathing animals of Group A. In Groups C and D the values of HR, SV, CO, CI, PVR and SVR were higher compared with Group A, while there were no differences between Group B and Group A.
Correlations of the RIMP and LIMP with the values of standard haemodynamic parameters in individual Groups B, C and D are listed in Table 2 . The set of all data obtained in the study was used for the overall correlation between RIMP and LIMP and haemodynamic parameters.
The results of these correlations are presented in Table 3 . 
Discussion
Echocardiographic index of global myocardial performance has been used in non-invasive assessment of cardiac function for more than 10 years (Takano et al. 1997) . Wide experience was gained with its use both in experimental (LaCorte et al. 2003 , Teshima et al. 2007 , Treska et al. 2003 , Liska et al. 2009 , Molacek et al. 2008 , Cheung et al. 2004 , Hori et al. 2007 ) and adult clinical practice (Lavine et al. 2008 , Tei et al. 1995 and 1997 , Murphy et al. 2007 ), respectively. It also appears to be a useful prognostic tool in adult patients with dilated cardiomyopathy (Koga et al. 2008 , Dujardin et al. 1998 , anthracyclin induced myocardial toxicity (Peltier et al. 2002) , chronic lung disease (Senju et al. 2007) , amyloidosis (Tei et al. 1996) , and Chagas disease (Burges et al. 2002) . This index of myocardial performance has been validated in paediatric patients with various congenital heart defects (Williams et al. et al. 1998 et al. and 2000 et al. , Yacoub et al. 2003 , and with pulmonary hypertension (Pratap et al. 2004) . It has been found useful in the acute setting of paediatric cardiac intensive care as well (Harada et al. 2002 , Patel et al. 2009 ). Controversy has persisted about its load independence. In their original description of the index, found it independent of the degree of mitral valve regurgitation. They subsequently found the index correlated closely with parameters of systolic and diastolic myocardial function measured invasively (Takano et al. 1997 , Tei et al. 1996 . However, further experimental testing of the index against acute changes in both preload and afterload conveyed some evidence about significant impact of Additional limitations of study may include the fact that the study duration took place over 6 years. As the fundamental aim of the study was to achieve the greatest amount of data from a very large number of haemodynamically compromised animals, it was a logistical problem to achieve this in a shorter period of time. As the investigator, apparatus and experimental conditions throughout the entire length of the study remained constant, we feel that the end result is minimally influenced by bias. Echocardiographic cardiac imaging in piglets is hampered by the morphological uniqueness of their chest anatomy, not least by the narrow intercostals spaces. Echocardiography, introduction of pulmonary artery catheter and all measurements were performed by the same investigator in all test animals.
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In the statistical processing of large amounts of data (n = 224) was more accurate calculation of correlation and assessment different than the processing of data in each group.
All the above limitations do not detract from the importance of the Tei-index as a noninvasive, easily obtainable, and reproducible tool for assessment of biventricular myocardial performance in the setting of experimental work and clinical intensive care. Based on our experience and the experience of others serial measurements of this index are likely to be a valuable tool in close monitoring of cardiovascular function in critically ill patients. 
